QC of GC-MS Qualitative Standard 


Standard / control: 
Preparing analyst: 

Manufacturer of Standard / 
Control: 

Lot #: 

Expiration date: 

Date Received: 


Preparation: 

Date of prep : 
weight of std. used (mg): 
Amt. Prepared (mL): 


Solvent used: 
approx, cone. (mg/mL): 
QC sequence name: 


RESULTS: PASS / FAIL 

COMMENTS: 


Han email PRR 005463 







QC of GC-MS Qualitative Standard 


Reviewer: 


Signature 
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